
Cleaning 

   

 

   

 

 

Autoclave  Sterilization  

   

 

Liquid Sterilization  

 

Recommended for use with heat sensitive instruments that cannot be autoclaved. 

   

 

CDC (Centers for Disease Control) Recommendations 

 

Designate a central processing area and divide into distinct areas 

for the following steps: 

1. Receiving cleaning and decontamination  

2. Preparation and packaging  

3. Sterilization 

4. Storage 

 

Do not store instruments in an area where contaminated 

instruments are held and cleaned. 

 


